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Abstract
Background:  When spinal cord functional integrity is at risk during surgery, intraoperative
neuromonitoring is recommended. Tibial Single Trial Somatosensory Evoked Potentials (SEPs) and
H-reflex are here used in a combined neuromonitoring method: both signals monitor the spinal
cord status, though involving different nervous pathways. However, SEPs express a trial-to-trial
variability that is difficult to track because of the intrinsic low signal-to-noise ratio. For this reason
single trial techniques are needed to extract SEPs from the background EEG.
Methods: The analysis is performed off line on data recorded in eight scoliosis surgery sessions
during which the spinal cord was simultaneously monitored through classical SEPs and H-reflex
responses elicited by the same tibial nerve electrical stimulation. The single trial extraction of SEPs
from the background EEG is here performed through AutoRegressive filter with eXogenous input
(ARX). The electroencephalographic recording can be modeled as the sum of the background EEG,
which can be described as an autoregressive process not related to the stimulus, and the evoked
potential (EP), which can be viewed as a filtered version of a reference signal related to the stimulus.
The choice of the filter optimal orders is based on the Akaike Information Criterion (AIC). The
reference signal used as exogenous input in the ARX model is a weighted average of the previous
SEPs trials with exponential forgetting behavior.
Results: The moving average exponentially weighted, used as reference signal for the ARX model,
shows a better sensibility than the standard moving average in tracking SEPs fast inter-trial changes.
The ability to promptly detect changes allows highlighting relations between waveform changes and
surgical maneuvers. It also allows a comparative study with H-reflex trends: in particular, the two
signals show different fall and recovery dynamics following stressful conditions for the spinal cord.
Conclusion: The ARX filter showed good performances in single trial SEP extraction, enhancing
the available information concerning the current spinal cord status. Moreover, the comparison
between SEPs and H-reflex showed that the two signals are affected by the same surgical
maneuvers, even if they monitor the spinal cord through anatomically different pathways.
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Background
The monitoring of the functionality of vital parameters is
known to be a basic aspect in up-to-date surgical tech-
niques. This is particularly true in the case of surgery per-
formed on the vertebral column (i.e.: correction of serious
scoliosis), when a continuous monitoring of the spinal
cord functionality is usually required [1-4].
In fact, during surgery the integrity and functionality of
the spinal cord may be compromised by surgical maneu-
vers to such an extent as to cause prolonged insufficient
blood supply to the cord, or mechanical compression
and, as a consequence, its temporary malfunctioning.
Sometimes this malfunctioning, if undetected at an early
stage, can lead to irreversible spinal cord damage [5-7].
The aim of this study is to present a signal processing
method used for extracting a single trial potential in a new
combined neuromonitoring technique [8], based on the
simultaneous monitoring of parameters extracted from
two neurophysiologic signals: the single trial somatosen-
sory evoked potentials (SEPs) [9,10] and the soleus mus-
cle H-reflex [11,12], both elicited by the same electrical
stimulus to the posterior tibial nerve (Fig. 1). The advan-
tage of observing two different signals both elicited by the
same stimulus, instead of observing the variation of only
one of them, is that the variability of the monitoring is
decreased. Moreover the SEP provides information on the
functionality of the ascending pathways, up to the soma-
tosensory cortex, while the H-reflex involves mainly the
descending motor pathways. Thus the pieces of informa-
tion coming from the two systems are complementary,
and the use of both can provide a more reliable and robust
monitoring, especially when real-time processing and
immediate decisions are required as in a surgical theatre.
Indeed the SEP and the H-reflex involve different nervous
fibers which however share the same peripheral nerve and
both depend on the integrity of spinal cord pathways. It is
therefore reasonable to expect that these two signals
should show an independent variability but a damage to
the peripheral or medullar function would modify the
two signals in the same direction hence, it is hypothesized
that the real time comparison of the SEP and the H-reflex,
both elicited by the same stimulus, should significantly
increase the monitoring reliability and sensitivity, as sug-
gested in [13-15].
However, whereas the H-reflex analysis does not require
refined processing methods, the SEPs due to their poor
signal to noise ratio (SNR), require proper tools for the
analysis of the EEG in order to extract the evoked potential
waveform.
The current clinical SEP extraction techniques usually
average several trials in order to enhance the SNR. How-
ever, the SEP has a trial-to-trial variability which is lost if
it is extracted using the averaging technique. This would
lead to the loss of information about the trial-to-trial
changes of the SEP signal.
When combining SEPs and H-reflex, a limit is introduced
by the long recovery time of the H-reflex, so that the inter-
stimulus interval (ISI) must be at least 10 s [15]-[16]. In
case of a SEPs' sudden changes the averaging technique
provides intolerably delayed information, for this reason,
a single trial SEP analysis is needed in order to compare it
with the H-reflex obtained from the same electrical stimu-
lus.
Methods
Clinical protocol
In this study, recordings from 8 scoliosis correction sur-
gery cases are utilized. The correction was performed at
the same spinal level with similar surgical procedures: 6 of
them were corrected with Cotrel-Dubousset technique;
the other 2 were corrected with the Harrington technique
(Table 1). In all cases the same i.v. Propofol anesthesia
was used. All analyzed cases did not present any post
operative complication after recovery from anesthesia.
EEG trials for the evoked potentials and EMG for the H-
reflex were acquired during surgery form each of eight
patients. The signals were elicited stimulating the poste-
rior tibial nerve with a 1 ms rectangular voltage pulse up
to 150 V at 0.1 Hz repetition rate.
The EEG signal was recorded through needle electrodes
placed on the scalp in Cz' with an auricular reference. The
H-reflex was acquired using a surface electrode (RedDot,
3 M, USA) on the soleus muscle and a reference one over
the Achilles tendon.
The EEG and EMG acquisition were performed by means
of two analog ampli-filters ICP 511-AP by Grass Instru-
ments, with different gains and filter settings (EEG: gain =
80dB, bandpass 1 Hz – 300 Hz; EMG: gain = 40 dB, band-
pass 30 Hz – 3 kHz).
The stimulus triggered EMG recording lasts 62.5 ms, sam-
pled at 10 kHz; the EEG recording lasts 125 ms, sampled
at 2.5 kHz by PCI board (type PCI-MIO-16E-4, National
Instruments, USA). The acquisition board range is +/-1.25
V with a 12-bit resolution.
The analysis software used for off-line processing the
recorded data has been implemented by means of Virtual
Instruments developed in LabView with integrated Matlab
processing scripts. The software performs the single trial
extraction of SEP waveform and the detection of ampli-BioMedical Engineering OnLine 2007, 6:2 http://www.biomedical-engineering-online.com/content/6/1/2
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tude and latency both of the SEP and of the H-Reflex sim-
ulating an on-line neuromonitoring system.
EEG signal processing
ARX model
Many algorithms have been proposed in order to obtain a
single trial SEP from the EEG [17-22] or for improving the
signal to noise ratio for neuromonitoring application.
An Autoregressive Model with an eXogenous Input (ARX)
has been chosen, because it has been successfully applied
and tested in the analysis of different kinds of evoked
potentials (visual, acoustic, somatosensory [23-25]).
According to the ARX model, the signal y(k), recorded
after a somatosensory stimulation, can be modeled as the
sum of two different contributions: a former not related to
the stimulus (the background EEG) that, according to the
literature [26], can be described as an autoregressive proc-
ess driven by a white noise e(k); a latter related to the stim-
ulus (the EP), that can be viewed as a filtered version of a
reference signal u(k). The general equation of an ARX
process is:
The model orders (n, m, d) are defined as follows:
￿ n and m, that are respectively the model orders of the
autoregressive and of the moving average sections;
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Table 1: Surgery sessions monitored
Age Sex Level of malformation Surgery correction technique
31 F D5-L4 CD
13 F D5-L1 HR
17 M D3-L3 HR
20 F D5-L3 CD
14 F D4-L4 CD
17 F D3-L1 CD
16 F D3-L4 CD
53 F D4-L5 CD
CD is for Cotrel-Dubousset, HR is for Harrington.
Applied neuromonitoring technique Figure 1
Applied neuromonitoring technique. The stimulation involves the somatosensory pathway, plotted in green, and the H-
reflex pathway, plotted in red.BioMedical Engineering OnLine 2007, 6:2 http://www.biomedical-engineering-online.com/content/6/1/2
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￿ d, takes into account the possible temporal anticipation
between the reference input and the output of the filter
(the filter is not causal).
In the z-transform domain, where z-1 is the unit delay
operator, the ARX model is expressed as:
A (z)·Y = B (z)·U + E   (2)
and
This last expression (3) is visualized by the block diagram
shown in Fig. 2.
If u(k) and y(k) are known, then the ai and bj coefficients
can be estimated together with the variance of the input
white noise, for every pre-fixed model order set and delay
(n, m, d), by means of a least squares approach, that min-
imizes the following figure of merit:
where err(k) is the prediction error of the model and N is
the number of samples in the trial. The prediction error is
the difference between the recorded signal and its predic-
tion according the model expressed in eq. 1.
Choice of the model order set (n, m, d)
The method used for selecting the optimal model order
set has been implemented in the following steps:
- Choice of an initial set of model orders (n, m, d);
- Minimization of a figure of merit J in order to find the
best ARX coefficients for the chosen order.
- Check the whiteness of prediction error err(k): the set of
identified parameters is accepted for the following calcu-
lations when the err(k) is a white sequence with a confi-
dence level of 95%; the whiteness of the residual is tested
using the cumulative Anderson test.
- If the whiteness test is not verified, the model orders are
increased until the prediction error is a white noise.
The starting triplet (n, m, d), selected in the first step, is cal-
culated for each subject before starting the monitoring
phase of the risky surgical procedures.
The first 50 sweeps are recorded and stored, and the opti-
mal model orders, among the ones that satisfy the white-
ness criterion, are selected by minimizing the Akaike
Information Criterion (AIC) function; though there are
several methods for finding the optimal orders for model
(Final Prediction Error, Minimum Description Length,
etc.), for the specific application the best one is the AIC
because where the model orders are low the AIC shows
better performances [27].
The AIC function is expressed as:
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ARX model applied to the single trial evoked potential extraction Figure 2
ARX model applied to the single trial evoked potential extraction.BioMedical Engineering OnLine 2007, 6:2 http://www.biomedical-engineering-online.com/content/6/1/2
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where σ2 is the variance of the prediction error err(k).
The d parameter is chosen as m/2 considering a previous
investigation [18].
On the basis of the AIC function, evaluated on the first 50
recorded sweeps, the triplet (n, m, d) is selected for the spe-
cific patient.
The reference signal
In many applications of the ARX filter for the extraction of
the single trial EP, the reference u(k) is the average of a suf-
ficient number of trials, representing a standard EP shape.
The choice of the reference signal is fundamental for the
ARX filter capability in tracking the inter-trials EP varia-
tions: in fact the filter tries to identify a waveform, similar
to the input reference, in the recorded signal trial y(t).
Thus, a fixed reference could be misleading in the case of
a dynamic process. For this reason a fast adapting refer-
ence could be a better choice in order to be able to track
also sudden changes in the waveform.
However, the ability of this reference to adapt to morpho-
logical variations in the EP wave depends on the number
of sweeps included: the moving average introduces a delay
in the updating of the reference that depends on the
number of averaged trials. In order to enhance the adap-
tation ability of the reference signal, a moving average
with an exponential decay is here proposed and tested.
The reference is computed as follows:
ui = μ·ui - 1 + (1 - μ)·yi   (6)
The μ coefficient (forgetting coefficient) provides an expo-
nential windowing on the averaged sweeps, so that only
the most recent trials contribute significantly to the refer-
ence ui, while the oldest ones are progressively forgotten,
with an exponential decay. Different values of μ have been
tested in order to have a reference signal that adaptively
varies according to the possible dynamical changes in the
evoked potentials. Off-line tests led to the value μ = 0.95
[28].
In order to compare the ARX performances with the refer-
ence built on a static average and with reference built on a
moving average driven by a forgetting coefficient, as
defined by the eq. (6), signal processing simulations have
been performed.
Three known input signals, representing the xi(k) target
signals, have been built from one generic EP that has been
multiplied for 3 different coefficients: k1 = 20, k2 = 15, k3 =
1 in order to simulate different amplitudes.
An AR model has been identified from an EEG trial of 125
ms not related to any stimulus. A white Gaussian noise
has been utilized as the AR model input in order to gener-
ate EEG signals ni(k). With this method it was possible to
collect, as the sum of random ni(k) and known targets sig-
nals kj*xi(k), 50 trials using the k1coefficient, 1 using the
k2 and 1 using the k3. These input signals have been uti-
lized for simulating a possible variation of the EP due to a
stressful maneuver applied at the 51st trial that produces a
strong EP decrease at the 52nd trial.
The ARX filter using the two different reference signals, i.e.
the moving average and the moving average with forget-
ting coefficient, have been compared according to their
ability to extract the input signals kj*xi(k).
Correlation with the H-reflex amplitude
The degree of correlation between the amplitude of SEP
and H-reflex has been computed through the Pearson's
correlation coefficient in the 8 surgery sessions studied.
The Pearson's coefficient is defined as:
where As and Ah are the amplitudes of SEP and H-reflex,
A  and A  are the averages of the respective amplitudes,
Ss and Sh are the standard deviations and n is the number
of the considered trials. Pearson's coefficient value indi-
cates the correlation level for a specific freedom degree
given by the number of trials analyzed; a coefficient value
of 1 indicates a perfect correlation whereas a value of 0
indicates no correlation.
Data analysis protocol
The sequence of the off-line data analysis steps have been
structured in order to comply with the requirements for a
data processing during a surgery session.
The data analysis steps proposed are:
- Cleaning corrupted recorded trials
This procedure automatically deletes the trials corrupted
by environmental noise by checking 2 different parame-
ters:
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1. presence of saturated samples: if there is at least one
sample with a value of +/-1.25 V (the maximum/mini-
mum acquisition board voltage input), the trial is
rejected;
2. single-trial amplitude range: given the maximum sam-
ple value (Max) and the minimum sample value (Min) of
the ith-trial, if |Max-Min|>0.7 V, the trial is rejected.
All the parameter checking and its respective threshold
values have been experimentally found.
- Building the initial reference signal
The first reference signal is obtained from 50 trials
recorded before the beginning of risky surgical maneu-
vers. Then, the reference signal is updated at each trial
throughout the surgery according to the weighted moving
average procedure described above.
- Choosing the optimal order for the model
The trial set, used to build the initial reference signal, is
also used to evaluate the best model order. The following
range of model orders have been used in order to calculate
the AIC function:
[1<n<21], [2<m<20] and d = m/2.
- Single sweep analysis.
The trials acquired during the surgical procedure are eval-
uated in combination with the H-reflex signal.
Results
Simulations
The 3 input test trials computed by the AR model built
from a generic EEG trial have been utilized as target input
signals for single trials extracting simulation (Fig. 3). It is
very difficult to valuate without any signal processing that
the 52nd unfiltered trial has a known input EP signal one
tenth smaller than the 50th trial.
The 52nd EP input is correctly extracted from the raw signal
by the ARX filter both using, as input model reference, the
average of the previous 50 trials or using the moving aver-
age with a forgetting coefficient μ = 0.95 (Fig. 4).
However the difference due to the reference is clearly visi-
ble in the extraction of the 51st trial. The 51st raw trial, as
described above, is built from an EP reduced by 20% in
respect to the EP of the 50th trial. Utilizing the moving
average with a forgetting coefficient, it is possible to notice
a variation of extracted EP of about 50% on P30 peak
amplitude whereas using as reference the average of the
previous 50 trails the peak shows a decrease of only 5%.
Three significant trials have been chosen from one of the
eight cases studied (described in further detail in the next
section) in order to show how the reference signal, chosen
for the ARX filter, affects the tracking of the changes in the
SEP waveform after a sequence of hammer blows at the
vertebral column (Fig. 5). Using the exponential average
with the forgetting factor as ARX reference signal (Fig. 5A)
the tracking of the sudden waveform change is faster than
using the classical moving average (Fig. 5B). This
increased sensibility to the EP variation is also observed in
the signal processing simulation previously presented
(Fig. 4).
Considering the correlation of the P30 EP amplitude var-
iation with respect to that of the H-reflex one, the Pear-
son's coefficient shows that in all of the 8 cases analyzed
the two sets of data are correlated with a confidence level
p < 0.01 (Table 2).
A surgery case
The procedure followed in the signal processing method
is here outlined using data obtained from one of the eight
cases presented in Table 1.
The initial ARX reference signal has been built using 50 tri-
als recorded before the beginning of the surgical proce-
dures (Fig. 6). Reference values, specific to the subject, are
obtained from the evaluation of the SEP main peak ampli-
tude (P30) and its latency. The optimum model order is
then chosen analyzing the AIC function: Fig. 7 shows the
trend of AIC when n varies between 1 and 10 and for two
different values of m, m = 2 and m = 4. The optimum val-
ues in this case are: n = 2, m = 4 and d = 2.
Fig. 8a shows a sequence of single trial SEPs during differ-
ent surgery phases, while in Fig. 8b the corresponding H-
reflex responses are plotted. The surgery history summary
can be observed in Table 3.
In step 1 and step 2 there is no detectable changes in the
monitored waveforms as they are recorded during the ini-
tial surgery phase and no stressful maneuvers have been
performed yet.
At step 3 the vertebral column begins to be hammered
and both signal amplitudes decrease considerably. The
two signals, however, show different behaviors. The H-
reflex recovers very quickly, whereas the SEP shows a
slower recovery dynamic. The same behavior can be
observed after other stressful maneuvers, as decortications
and tractions.BioMedical Engineering OnLine 2007, 6:2 http://www.biomedical-engineering-online.com/content/6/1/2
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Fig. 9 shows in better detail the amplitude trends of the
Input test signals Figure 3
Input test signals. The waveforms plotted in dashed lines are the test inputs kj*xi(k) (k1 = 20, k2 = 15, k3 = 1; see text for 
details) summed to the random ni(k) EEG noise in order to generate the simulated raw trials yi(k), plotted in bold lines. The 
green dashed and bold lines are related to the 50th simulated y50(k) raw trial, the yellow ones to the 51ft trial and the red ones 
to the 52nd trial.
Simulation results Figure 4
Simulation results. The target input signals for the 50th, 51st, 52nd trial with their 3 different amplitudes (100%, 80%, 5%) are 
plotted in red. The EP estimated using the ARX with a reference obtained averaging the last 50 trial are plotted in green. The 
EP obtained using a moving average with a forgetting coefficient is plotted in blue. The amplitude is a generic value.BioMedical Engineering OnLine 2007, 6:2 http://www.biomedical-engineering-online.com/content/6/1/2
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two signals. As observed in Fig. 8 and 9, both signals are
affected by surgical maneuvers such as hammer strokes
and decortications. However, the amplitude of the H-
reflex restores quickly to the initial values, while the SEP
amplitude requires a longer recovery time and does not
restore completely, showing a globally decreasing trend.
Conclusions and discussion
The application target was to implement a signal process-
ing method able to monitor single trial SEPs during sur-
gery and to be very sensitive to the evoked potential
variations. The ARX filter, using a reference generated by a
recursive exponential averaging, fulfills the requirements
and provides better performances than the classical mov-
ing average reference. In order to test the method we used
a lower high pass filter (1 Hz) than the one utilized in
usual neuromonitoring applications (30 Hz) in order to
test the signal processing method in less favorable condi-
tions and demonstrating its capability to detect also small
single potential variations.
The paper presents off-line results, but the method is
designed for online application. During surgery, the time
available to complete a single trial extraction is 10 sec, i.e
the interstimuli interval. The proposed algorithm com-
pletes the analysis in less than 1 sec (running on Laptop
with Intel P4 512MB) so it is suitable for online applica-
tion. Another critical point is the choice of the model
orders (n, m, d). The inter-subject variability imposes the
calculation of the optimal orders for each new patient as
described in the method section and this procedure has to
be completed between the beginning of the surgery, when
the patient falls asleep, and the starting of the surgical
risky maneuvers (about 15 minutes). Actually this proce-
Table 2: Degree of correlation between SEP and H-reflex obtained computing the Pearson's coefficient.
age sex level r df p = 0.05 P = 0.01
31 F D5-L4 0.501 31 0.351 0.447
13 F D5-L1 0.551 30 0.355 0.456
17 M D3-L3 0.746 36 0.321 0.413
20 F D5-L3 0.611 47 0.282 0.365
14 F D4-L4 0.580 30 0.355 0.456
17 F D3-L1 0.617 40 0.304 0.393
16 F D3-L4 0.489 41 0.299 0.386
53 F D4-L5 0.385 42 0.294 0.379
The Pearson's coefficient is r, the freedom degree is df, p is the confidence level of test. When the Pearson's coefficient r is greater than the value 
reported to the column p, there is a correlation with a confidence level of p = 0.05 or p = 0.01. The correlation between the SEP and H-reflex is 
verified both for p = 0.05 and p = 0.01 for all the cases studied.
EPs after a sequence of hammer blows obtained by the ARX filtering with two different reference signals Figure 5
EPs after a sequence of hammer blows obtained by the ARX filtering with two different reference signals. In A 
the EPs are obtained using as the reference signal the moving average with forgetting coefficient. In B the EPs are obtained using 
the average of the last 50.BioMedical Engineering OnLine 2007, 6:2 http://www.biomedical-engineering-online.com/content/6/1/2
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AIC trend vs. the model order n Figure 7
AIC trend vs. the model order n. The red plot is with m = 2 and the blue one is with m = 4.
Reference signal obtained at the start of surgery session monitored Figure 6
Reference signal obtained at the start of surgery session monitored.BioMedical Engineering OnLine 2007, 6:2 http://www.biomedical-engineering-online.com/content/6/1/2
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Surgery session analysis combining the SEP with H-reflex Figure 8
Surgery session analysis combining the SEP with H-reflex. The time is in hour:minutes AM. The detailed surgical steps 
are here presented: 1 09:05 Initial EP an H-Reflex 2 10:00 The EP and H-Reflex are still unmodified 3 10:11 Risky surgery phase 
is started 4 10:13 After hammer blows: EP and H-reflex have reduced amplitudes 5 10:15 H-reflex is increased but 
EP amplitude is still low 6 10:21 EP and H-reflex are normal 7 10:25 After hammer blows: EP and H-reflex are weak 8 
10:30 EP and H-reflex are normal 9 10:35 Vertebral column traction: EP and H-reflex have very low amplitudes 10 
10:39 After traction: very slow amplitude increasing especially for EP 11 10:45 New traction: EP amplitude is very low 12 
10:54 After traction: EP is absent and the H-reflex is low 13 11:09 EP and H-reflex are normal 14 11:24 After hammer 
blows: EP and H-reflex have low amplitudes 15 11:28 Risky surgery phase ended, EP and H-flex are normal 16 11:50 Surgery 
end, EP and H-flex are normal
Table 3: Surgery history
Time Maneuvers
8:44 Incision
10:31 Hammered
10:50 Hammered
11:13 Derotation
11:18 Decortications
11:58 Suture
12:12 End
The time is in hour.minutes AM.BioMedical Engineering OnLine 2007, 6:2 http://www.biomedical-engineering-online.com/content/6/1/2
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dure is completed in less than 2 minute because, as
described in the method section, it needs only 50 trials
obtained at higher stimulation frequency (5 Hz). There is
also some intra-individual variability, even if less critical
than inter-subject variability. For this reason the test of the
model is carried out each trial through the whiteness test
of the prediction error err(k). In the event of a not white-
ness of the err(k) the model orders are increased.
Other signal processing methods [29,30] have been pro-
posed in literature for SEP monitoring during surgery, but
the presented application compared the single trial SEP
with the H-reflex using the same stimulus delivered at very
low frequency. For this reason we develop a signal
processing method, based on previous works [22-26],
which gives information at each single trial recorded. The
method improves the sensibility to the SEP variation as
presented in the result section. Though 8 surgery sessions
are not enough to have clinical and medical results, some
comments are still possible, even at this early stage of
research. The analysis of these 8 clinical cases recorded
engenders a general consideration about the correlation
between SEP and H-reflex amplitudes that are statistically
correlated as shown by the Pearson's coefficient. As
expected, the Pearson's coefficient shows a fair correlation
between the amplitude of the single trial SEP and the H-
reflex. As described previously, the behavior of the two
signals is quite different regarding the response of the spi-
nal cord to a stressful maneuver. However, a correlation
exists between the EP and H-reflex. The example above, in
fact, shows that the same maneuver affects both signals.
The presence of correlation between the changes that
occur in both signals means that the changes are related to
the same cause: in this case, this could mean that modifi-
cation of the spinal cord functionality is induced by the
same surgical maneuvers. Thus, the two signals, anatomi-
cally and functionally independent, generated by a single
transcutaneous stimulus, are both related to the function-
ality of the spinal cord and are both affected by the same
cause. Regarding the neuromonitoring technique where
the method has been applied, the combined neuromoni-
toring has shown the expected behavior: even if SEPs and
SEP and H-reflex amplitude trend Figure 9
SEP and H-reflex amplitude trend. The red plot is the H-reflex and the blue one is the SEP. The amplitude is normalized, 
the SEP value is divided by 10-6 and the H-reflex is divided by 10-3. The time is in hour.minutes AM.Publish with BioMed Central    and   every 
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H-reflex monitor anatomically different pathways, when
they are affected by the same surgical maneuvers, they
show significantly correlated amplitude changes.
A larger set of monitored surgeries will be collected in
order to obtain a strong and significant clinical result that
confirms a higher reliability of this new combined moni-
toring technique.
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